Modified reentrant Dewar for magneto-optical flux detection in superconductors.
The design and construction details of a Dewar tailpiece for magneto-optical studies on superconducting films is described. The modified design allows the convenient use of high-power hot-stage objectives, increasing considerably the spatial resolution of the microscope.